[Hip joint force evaluation to patients with hip prosthesis].
Gait biomechanical parameters is essential to establish the loosening of a hip prosthesis and provide important information about gait analyses from different orthopedics pathologies. A dynamometric platform was used for measuring the total ground reaction force for patients with hip prosthesis, compared with a healthy patient. Using a theoretical model, the hip joint loading was calculated, obtaining a "walking profile".